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Abstract 

Background: Measurement of initial enamel erosion is cur- 
rently limited to in vitro methods. Optical coherence tomog- 
raphy (OCT) and quantitative light-induced fluorescence 
(QLF) have been used clinically to study advanced erosion. 
Little is known about their potential on initial enamel erosion. 
Objectives: To evaluate the sensitivity of QLF and OCT in de- 
tecting initial dental erosion in vitro. Methods: 12 human in- 
cisors were embedded in resin except for a window on the 
buccal surface. Bonding agent was applied to half of the win- 
dow, creating an exposed and non-exposed area. Baseline 
measurements were taken with QLF, OCT and surface micro- 
hardness. Samples were immersed in orange juice for 60 min 
and measurements taken stepwise every 10 min. QLF was 
used to compare the loss of fluorescence between the two 
areas. The OCT system, OCS1 300SS (Thorlabs Ltd.), was used 
to record the intensity of backscattered light of both areas. 
Multiple linear regression and paired t test were used to com- 
pare the change of the outcome measures. Results: All 3 in- 
struments demonstrated significant dose responses with the 



erosive challenge interval (p < 0.05) and a detection thresh- 
old of 10 min from baseline. Thereafter, surface microhard- 
ness demonstrated significant changes after every 1 min of 
erosion, QLF at 4 erosive intervals (20, 40, 50 and 60 min) 
while OCT at only 2 (50 and 60 min). Conclusion: It can be 
concluded that OCT and QLF were able to detect demineral- 
ization after 10 min of erosive challenge and could be used 
to monitor the progression of demineralization of initial 

enamel erosion in Vitro. ©2014S. KargerAG, Basel 



Dental erosion is defined as a chemical process that in- 
volves the dissolution of enamel and dentine by acid not 
derived from bacteria [Larsen, 1990]. The source of acid 
could either be extrinsic or intrinsic with extrinsic sources 
being mainly dietary and intrinsic ones being regurgitated 
gastric hydrochloric acid - often associated with gastro- 
oesophageal reflux disease. Depending on the aetiology, 
the recommended management of dental erosion includes 
behavioural and dietary modifications [Milosevic and 
O'Sullivan, 2008], consumption of modified acidic bever- 
age [Bjelkhagen and Sundstrom, 1981] and the use of 
products that could increase the resistance to erosion. 

In order to investigate the efficacy of any of the above 
management strategies, quantification of the degree of 
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demineralization and longitudinal monitoring of the ero- 
sion lesion over the period of the therapy are important. 
To quantify and monitor initial erosion lesions, direct 
quantitative measurements of the degree of mineral loss 
with transverse microradiography [Amaechi et al., 1998] 
or indirect evaluations by assessing the degree of soften- 
ing of initial eroded surface using surface microhardness 
had frequently been used. Nevertheless, the use of these 
techniques is limited to extra-oral assessments, hence the 
study designs of investigations using these techniques are 
restricted to in vitro or in situ. Dental erosion involves the 
interplay between biological, chemical and behavioural 
factors [Lussi and Hellwig, 2001; Lussi, 2006]. Even the 
most intricately designed in situ study fails to fully emu- 
late the clinical environment especially of the interaction 
between the erosive and/or protective agent with saliva 
and the pellicle. 

Hence evaluation techniques that can be applied in an 
in vivo setting could yield additional information that is 
currently scarce in the literature. Such clinical trials, as 
discussed by Huysmans et al. [2011], if conducted using 
healthy subjects have to be limited to inducing an early 
level of demineralization that is clinically insignificant 
and which could be reversed. 

Fluorescence results from fluorophores in organic ma- 
terial that absorbs part of the light excitation energy and 
re-emits it at a lower energy. In the presence of deminer- 
alization, less fluorescence is observed. In vitro compari- 
sons of fluorescence intensity with longitudinal microra- 
diography have been performed on caries lesions [Haf- 
strom-Bjorkman et al., 1992; Al-Khateeb et al., 1997, 
1998], natural incipient caries lesions [Emamiet al., 1996] 
and advanced enamel erosion lesions [Pretty et al., 2004] . 
In these studies, strong correlations between amount of 
mineral loss and fluorescence loss have been found, rang- 
ing between 0.73 to 0.97. 

Optical coherence tomography (OCT) is analogous to 
ultrasound imaging except that it uses light instead of 
sound waves. It uses a broad-band light source to perform 
cross-sectional imaging by measuring the magnitude and 
echo time delay of the backscattered light. OCT can be 
used to produce qualitative morphological cross- section 
images of near surface tissue structures and also quantita- 
tive measurements of the changes in the intensity of the 
backscattered light from different depths. In vivo imaging 
of hard and soft tissue has been demonstrated [Feldchtein 
et al., 1998], and it has also been used to monitor caries 
progression in orthodontic patients [Fried et al., 2007, 
2010]. However, the use of OCT for dental erosion quan- 
tification has not been explored in vivo except with pa- 



tients with gastro-oesophageal reflux disease, whose ero- 
sion rates were aggressive [Wilder-Smith et al., 2009]. 
Information on the sensitivity of OCT to small demin- 
eralization challenges in initial erosion lesions is still 
lacking. 

Both OCT and quantitative light-induced fluores- 
cence (QLF) have the potential of being used in longitu- 
dinal erosion studies in vivo. Before employing these 
techniques in clinical settings, it is necessary to first estab- 
lish in vitro how sensitive these techniques are in quanti- 
fying demineralization of initial enamel erosion longitu- 
dinally. It is also important that the validation be under- 
taken on natural, unpolished enamel surface. 

The aim of this study was to determine whether the 
progression of initial enamel erosion can be detected us- 
ing OCT and QLF in vitro and also to determine their 
detection threshold for initial enamel erosion lesions. 



Materials and Methods 

The current study model was designed for the clinical repro- 
duction of the initial stages of dental erosion, which involves sur- 
face-softening with no evidence of surface loss. 

Sample Preparation and Erosion Cycle 

Twelve extracted upper or lower human central incisors, caries 
free with no visually obvious fluorosis, were used in this study. The 
teeth were collected by the Kerala Dental School and were stored in 
thymol before the start of the study. Each tooth was fully embedded 
in separate cold-cured methylmethacrylate resin blocks with a di- 
mension of 10 mm x 10 mm x 30 mm except for a 5 mm x 5 mm 
window at the middle third of its labial surface. The incisors were 
mounted such that the exposed labial surface was at least level with 
or not more than 1 mm higher than the adjacent resin. This was to 
ensure optimum contact with the orange juice and to keep the height 
variation consistent with the depth of field of QLF. One half of the 
exposed labial surface was protected with a non-residue masking 
tape while the other half was being coated with a one-step self-etch 
adhesive, Xeno® V (Dentsply), according to the manufacturer's in- 
struction. This adhesive-coated area served as the reference area. 
After the application of the Xeno V had been completed, the protect- 
ing masking tape was removed from the first half for exposure to the 
erosive challenge. Baseline QLF and OCT images were captured and 
baseline surface microhardness measurements recorded. 

The teeth mounted in the resin blocks were then suspended 
with plastic rods into a commercially available orange juice ( ASD A 
orange juice from concentrate; pH 3.8 ±0.1). Two groups of 6 teeth 
were suspended each in 500 ml of orange juice and the orange juice 
was gently stirred with a magnetic stirrer. The pH of the orange 
juice was monitored with a pH meter throughout the erosion cycle. 
After every 10 min for up to a total of 60 min, the teeth were re- 
moved from the orange juice and rinsed under a reservoir of run- 
ning water for 1 min to remove excess acid from the surface of the 
teeth. The samples were then dried for 20 s with compressed air 
that is fixed 10 cm away from the resin block, and measurements 
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were taken with all three instruments. The orange juice was 
changed after every 10 min of erosive challenge interval. 

Surface Microhardness 

A Knoop micro-indenter (Microhardness Tester FM-700; Fu- 
ture-Tech Corporation, Japan) was used to assess the surface hard- 
ness of the tooth samples in this study. The resin blocks were 
placed flat on the translation stage and fixed at a reproducible po- 
sition with the precision vice of the micro-indenter. A surface area 
of approximately 1 mm x 1 mm perpendicular to the direction of 
the load of the indenter was identified at the uncoated half of the 
enamel window for indentation. The identification of the perpen- 
dicular area was done by ensuring that the aiming beam of the 
micro-indenter was in focus before the loading was performed. 
Micro-indents were made using a Knoop diamond indenter, with 
a load of 25 g applied for 5 s. 

Five indentations approximately 100 [im apart were made dur- 
ing each measurement time point at the identified area. The hori- 
zontal lengths were measured, and the Knoop hardness numbers 
(KHN) were calculated and averaged. Although care was taken to 
ensure that indentations were done on a surface that was perpen- 
dicular to the direction of loading, due to the inherent curvature 
of a natural and unpolished enamel surface and the presence of 
local irregularities such as perikymata, some asymmetrical indents 
were observed and were not included in the analysis. In these cas- 
es, additional indents were made. The outcome measure was ex- 
pressed as the percentage of surface microhardness change 
(ASMC), calculated based on the differences between KHN at base- 
line, KHN(t ) and the subsequent erosion intervals, KHN(t).ASMC 
was calculated as: 



ASMC(t) = 100 



KHN It)- KHN t„ 



KHN (f„ 



Quantitative Light-Induced Fluorescence 

A QLF imaging system was set up based on a custom-made 
ring-designed 395-nm LED array illumination (B5-437-CVD, 
Roithner Lasertechnik GmbH, Austria) to ensure uniform illumi- 
nation over the sample. A blue bandpass filter centred at 425 nm 
was fitted in front of the array to prevent any light above 450 nm 
emitted from the LED to reach the sample. Images were captured 
with a triple charge-coupled device colour camera of 1,014 x 768 
pixel resolution (HV-F31, Hitachi Kukasai Electric UK Ltd.). A 
50-mm focal length-imaging lens (Fujinon HF50HA-1B, Fujifilm 
UK Ltd.) with a 10-mm extension was attached to the camera and 
a 515-nm long-pass yellow filter (OG-515, Edmund Optics Ltd., 
UK) was used to filter the fluorescence light emitted by the sample. 

The images were taken in a dark enclosure and captured with 
bespoke software which enabled video repositioning of the sam- 
ples at the various measuring time points with respect to baseline. 
An outline of the baseline image in the form of an overlay was su- 
perimposed on the live video of the image to facilitate alignment 
before an image was captured. Optimum light intensities and cam- 
era settings were determined to ensure that the fluorescence im- 
ages from the sample were within the detection dynamic range of 
the camera and of maximum contrast. 

A program was written in MATLAB (Math Works Inc., USA) 
to analyse the images. Images from each specimen at the various 
erosion intervals were aligned so that representative regions of in- 



terest of the same location and dimension throughout the erosion 
intervals for the exposed and non-exposed area could be drawn. 

The mean pixel value of the green channel was obtained for the 
defined regions of interest for the exposed, F E (t), and non-exposed 
areas, F NE (t). All images were analysed blind to the erosive chal- 
lenge intervals, t. The percentage loss of fluorescence of the ex- 
posed area at each erosion interval, AF{t), was calculated as follows: 



AF(t =100 



F s (to) Fm(t 0l 



where t Q is the baseline time point. 
Optical Coherence Tomography 

A commercially available OCT system (OCS1300SS, Thorlabs 
Ltd., UK) was used to capture cross-sectional images of the ex- 
posed window of the tooth surface. The instrument incorporates a 
broad-band, frequency-swept laser source centred at 1,325 |^m. 
The axial and transverse resolutions are of 9 and 15 [im in air, re- 
spectively, according to the manufacturer. The probing head was 
mounted with the beam facing downwards. The samples were 
placed on a translational stage perpendicular to the probe. The 
stage was fixed with a repositioning jig that enabled the sample to 
be repositioned to the same position and alignment during the dif- 
ferent measuring time points. 

The Thorlabs OCT capturing software (Swept Source OCT Im- 
aging System Version 2.3.1, Thorlabs) was used to capture the im- 
age and control the OCT settings and guiding light beam. The light 
beam was configured to scan a length of 5 mm at the mesiodistal 
direction (x-axis) of the labial surface of the sample and at an axi- 
al depth of 3 mm. The incisocervical position of the light beam on 
the tooth surface (y-axis) was located at a cross-section with the 
least observed specular reflection. The (x, y) coordinate of the light 
beam for each sample was recorded for replication at consecutive 
measuring time points. The distance of the tooth surface to the 
probe was determined with the most convex area of the labial sur- 
face of the tooth at 1.0 ± 0.1 mm from the top of the displayed B 
scan. 

A program was written in MATLAB (Math Works Inc.) to load 
the OCT B scan images and analyse the changes of the backseat - 
tered light intensity in time. The B scans of each sample from the 
different measuring time points were aligned, and a similar region 
of interest was selected for all seven measuring time points. This 
region of interest consisted of 150 A scans (equivalent to a width 
of 1.35 mm) in each of the exposed and non-exposed areas. The 
curvature of the tooth surface in the selected region of interest was 
compensated by aligning the peak of the backscattered intensity 
rise occurring at the enamel-air interface in each A scan along the 
same horizontal pixel line of the B scan. A mean A scan curve was 
then generated from the selected window in the B scan for both the 
exposed and non-exposed areas. 

The outcome measure for OCT was expressed as the mean per- 
centage difference of decay in backscattered intensity, AD, between 
the exposed and non-exposed areas. The decay in backscattered 
intensity, D, is the relationship of the attenuation of backscattered 
light between two optical depths of an OCT A scan and is repre- 
sented by the function below: 
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Fig. 1 . Mean A scans of the exposed side of a sample at baseline, 20, 30 and 50 min of erosive challenge. The op- 
tical depths chosen for the study were 0, 10, 20, 30, 40 and 50 [im from the tooth-air interface. The observed op- 
tical depth for I p i a teau where the backscattered intensity reached a plateau was 150 [im. 



Superficial is the intensity of backscattered light at or immedi- 
ately below the tooth-air interface where demineralisation had oc- 
curred. The chosen superficial optical depths for this study were 
\im (tooth-air interface), 10, 20, 30, 40 and 50 fun below the 
tooth-air interface (fig. 1). With the refractive index of enamel be- 
ing 1.63, these chosen levels translated to the physical depth of 0, 
6.25, 12.5, 18.75, 25 and 31.25 (im below the tooth-air interface, 
respectively. Ipi atea u is the intensity of the backscattered light where 
the A scans had reached a plateau and were assumed not to be af- 
fected by the erosive challenge. It was observed to be at the optical 
depth of 150 [im for this study (fig. 1). 

AD(t) at each measurement time point, f, is represented by the 
function below: 

A , . \D E (t) D m (t) 
AD(t) = 100 V { ^M- . 

M*°) D <M\ 

where D E is D of the exposed area, D NE is D of the non-exposed 
area, t is the baseline time point and t is the erosive challenge time 
point. 

Statistical Analysis 

The STATA™ 10.1 (Statacorp, Tex., USA) statistical program 
was used. Multiple linear regression analyses were performed, tak- 
ing into account the clustering of samples using robust variance 



estimates, to ascertain whether time-related changes were detected 
with the 3 instruments. 

When a significant time-related change was found for an out- 
come measure, a paired t test was performed to identify the detec- 
tion sensitivity, which is defined as the shortest subsequent time 
intervals when a significant difference was detected. 



Results 

All the outcome measures were expressed in percent- 
ages of the non- exposed area, to account for biological 
variations between different teeth and systematic instru- 
mental variation. The outcome measures of all 3 instru- 
ments were found to be normally distributed. 

Surface Microhardness 

Multiple regression analysis of A SMC with erosion in- 
terval showed that surface microhardness detected a sig- 
nificant erosion-interval-related decrease in microhard- 
ness with an approximately 80% reduction by the end of 
the 60-min erosion cumulative challenge. A linear func- 
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Table 1 . Detection sensitivity of surface microhardness, QLF and OCT 



Outcome measure 


10 min 


20 min 


30 min 


40 min 


50 min 


60 min 


ASMC 


22.72±0.05 
(p = 0.001) 


17.57±0.05 
(p = 0.008) 


15.07±0.05 
(p = 0.016) 


10.46 ±0.03 
(p = 0.006) 


9.07±0.03 
(p = 0.017) 


6.50±1.9 
(p = 0.007) 


AF 


1.32+0.50 
(p = 0.023) 


2.44 ±0.70 
(p = 0.001) 


1.14±0.34 
(p = 0.013) 


2.15±0.45 
(p = 0.001) 


AD (150/20 \im) 


15.6±5.82 
(p = 0.023) 


18.75±8.00 
(p = 0.024) 


AD (150/30 urn) 


18.42±6.03 
(p = 0.005) 


17.52±5.5 
(p = 0.01) 


8.9±3.8 
(p = 0.049) 


AD (150/40 um) 


12.17+3.2 
(p = 0.026) 


18.51 ±4.76 
(p = 0.034) 


12.50±4.85 
(p = 0.028) 


AD (150/50 um) 


17.30±5.47 
(p = 0.005) 


15.07±5.57 
(p = 0.029) 



Result of a paired t test between each consecutive interval of erosion for AD of various depth combinations, ASMC and AF. Only 
changes that were significantly different (p < 0.05) were recorded in this table. 



tion can be fitted to it with an R 2 value of 0.810 (p < 0.05). 
The graph in figure 2 shows the mean ASMC for each 
erosion interval. As the pattern of its progression does 
not fully follow a linear function, the exponential and 
power functions were explored, and it was found that the 
correlation coefficients were similar to that of a linear 
function. 

Paired t tests were used to analyse ASMC between each 
consecutive interval of erosion. Significant decreases in 
surface microhardness (p < 0.05) were detected between 
every 10 min of erosive challenge. There was approxi- 
mately a 40% decrease in surface microhardness for the 
first 2 erosion intervals but a tapering of the decrease was 
found thereafter. At the 10-min erosion time point, the 
ASMC from baseline was 23.8 + 5.5% (mean + standard 
error, SE; p = 0.001) while at 60 min of erosion, the per- 
centage change of the surface microhardness from the 
preceding erosion interval was 5.64 + 1.9% (mean ± SE; 
p = 0.007) (table 1). 

Quantitative Light-Induced Fluorescence 
Multiple regression analysis of AF with erosion in- 
terval showed that QLF detected a significant erosion- 
interval-related loss of fluorescence. A linear function 
can be fitted to it with an R 2 value of 0.590 (p < 0.05). 
The graph in figure 3 shows the mean loss of fluores- 
cence with erosion interval. It was found that there was 
1.28 ± 0.55% (mean ± SE) loss of fluorescence during 



Table 2. Result of multiple linear regression analysis of AD with 
erosive challenge interval 



Superficial optical 
depth, um 


Plateau optical 
depth, um 


AD 




R 2 


p value 





150 


0.021 


0.195 


10 


150 


0.040 


0.101 


20 


150 


0.172 


0.001 


30 


150 


0.312 


<0.000 


40 


150 


0.305 


<0.000 


50 


150 


0.319 


<0.000 



Multiple linear regression analysis of AD for all 6 depth combi- 
nations with erosion interval. AD (150/20 um), AD (150/30 um), 
AD (150/40 fim) and AD (150/50 um) showed significant erosion- 
related changes while AD (150/0 um) and AD (150/10 um) did not. 



the first 10 min of erosion and cumulatively 8.90 + 
0.83% (mean ± SE) fluorescence loss at the end of 
60 min of erosion. 

Paired t tests were used to analyse the differences of the 
loss of fluorescence between each consecutive interval of 
erosion. Significant differences (p < 0.05) were first detect- 
ed between baseline and 10 min of erosion and thereafter 
every consecutive 20 min of erosive challenge (10-30, and 
30-50 min) and also the last 10 min of erosion (table 1). 
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Fig. 4. Mean percentage difference of decay of backscattered intensity between exposed and non-exposed areas (AD), for the depth com- 
binations of 150/20 [im (a), 150/30 \im (b), 150/40 fun (c) and 150/50 [im (d) as the erosion interval progressed. 
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Non-exposed surface 
(coated with bonding agent) 



Exposed surface 



The border between the exposed 
and non-exposed surfaces 



Fig. 5. OCT B scan of a sample after 60 min of erosive challenge. 
The arrow points to the border of the exposed and non-exposed 
surfaces. There is no discernible step change between the two sur- 
faces (based on the axial resolution of the OCT of 15 \im). 



Optical Coherence Tomography 

Multiple linear regression analysis showed that there 
were significant erosion-interval-related changes in AD 
for some of the depth combinations as shown in table 2. 
AD (150/50 um) demonstrated the highest R 2 value of 
0.319, followed by AD (150/30 um) with a value of 0.312. 

Figure 4 illustrates the progression of AD throughout 
the erosive challenge for the various depth combinations 
that showed significant erosion-interval-related changes. 
AD for the depth combinations of 150/20, 150/30, 150/40 
and 150/50 um demonstrated a gradual decrease as ero- 
sive challenge progresses and at the end of the 60-min 
erosive challenge, AD for these depth combinations de- 
creased 30-40%. Half of this decrease occurred early dur- 
ing the first 10 min for the depth combinations of 150/20 
and 150/30 um while it occurred between 10 and 20 min 
for the depth combinations of 150/40 and 150/50 um. 

Paired t tests were also performed to evaluate the de- 
tection sensitivity of these 4 optical depth combinations, 
and the results are presented in table 1. The AD for depth 
combinations of 150/30 and 150/40 um both showed sig- 
nificant differences in decay at 3 time points. AD of 150/ 
30 um demonstrated early detection sensitivity at 10 min 
but subsequently only at 50 and 60 min of erosive chal- 
lenge. AD for 150/40 um demonstrated a significant dif- 
ference in decay at every 20-min interval. 150/20 and 
150/50 um showed significant differences in decay at only 
2 time points and of longer intervals. 



Discussion 

The current study model was designed to simulate the 
clinical stages of initial enamel erosion. The degree of de- 
mineralization incurred in the present study was small, 
only involving surface-softening with no evidence of sur- 
face loss or step change of more than 10 um as observed 
in the B scans of OCT at the end of the erosion interval 
(% 5). 

Surface Microhardness 

Featherstone et al. [1983] demonstrated a direct rela- 
tionship between volume percent mineral and the square 
root of the Knoop hardness values for 40-90% demineral- 
ized dental enamel and concluded that although micro- 
hardness and microradiographic profiles measure differ- 
ent physical properties, the two are closely interlinked 
and microhardness profiles can therefore be used not 
only as a comparative measure of hardness changes, but 
also as a direct measure of mineral loss as a consequence 
ofdemineralization. Hara and Zero [2008] andjaeggiand 
Lussi [1999] had also shown that surface microhardness 
is sensitive for detecting the initial stages of erosions with 
softening of the enamel surface but has limitations in the 
analysis of advanced lesions with substance loss. There- 
fore surface microhardness was chosen as the established 
assessment technique for initial erosion by which QLF 
and OCT were compared to in this study. 

The use of flat, polished surfaces has been recom- 
mended to produce well-defined indentations but in or- 
der to satisfy the objective of this study of validating the 
use of QLF and OCT for the end purpose of application 
in clinical trials, natural, unpolished labial surfaces were 
used. Caldwell et al. [1957] first described the measure- 
ment of surface microhardness on an intact surface of 
enamel. They found that after excluding asymmetrical in- 
dentations, the variation in hardness of intact surfaces is 
usually the result of local differences in hardness of the 
intact surfaces and not attributable solely to mechanical 
difficulties in obtaining symmetrical indentations. 

The labial surfaces of upper and lower central incisors 
were chosen for this study due to their relatively flat pro- 
file. The mean KHN for this study ranged from 306.5 ± 
24.8 at baseline to 54.44 + 7.67 after 60 min of erosive 
challenge in orange juice. The standard deviations of the 
indentations measured were comparable to those of pol- 
ished flat surfaces [Marillac et al., 2008]. In order to limit 
the impact of surrounding material changes, Feather- 
stone et al. [1983] and Lussi et al. [1995] suggested that 
micro-indentations are to be performed with low pres- 
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sure of not more than 50 g. The load of 25 g with a dwell- 
ing time of 5 s was chosen for this study as it is the small- 
est load with the shortest loading time needed to produce 
a detectable indent under magnifications of x50 for all the 
12 samples at baseline. This was especially important 
when specimens with a natural surface were used. To start 
with the smallest detectable indent would mean it would 
be less likely to end up with large indents that surpass the 
dimension of a flat plane present on the slightly curved 
surface of a central incisor. 

Quantitative Light-Induced Fluorescence 
A customized QLF set-up was used in this study to op- 
timize the field of view for the size of the specimens used. 
The level of fluorescence loss of this study is similar to 
that of Ablal et al. [2009] and Pretty et al. [2004] despite 
different types of samples and QLF system used. Ablal et 
al. [2009] subjected polished bovine incisors to orange 
juice and there was approximately a 2% loss of fluores- 
cence at 20 min of erosive challenge with orange juice. 
Pretty et al. [2004] on the other hand demonstrated ap- 
proximately a 2% loss of fluorescence at 30 min of erosive 
challenge with 0.1% citric acid on the natural surface of 
extracted human premolars. As shown in figure 3 of this 
study, there was 3.14 ± 0.91% (mean + SE) of mean fluo- 
rescence loss after 20 min of erosive challenge with or- 
ange juice. 

Optical Coherence Tomography 

At the enamel-air interface of OCT images, specular 
reflection is very strong and it could be around 20 dB ( 1 00 
times) higher than the backscattering intensity and could 
therefore mask any information about scattering at or j ust 
below the tooth surface [Fried et al., 2002]. This strong 
specular signal could lead to residual coherence artefacts, 
spikes or 'columnar' artefacts in the image. Amaechi et al. 
[2001] in their attempt to minimize the confounding ef- 
fect of specular reflection during the quantification of 
early artificial caries described the exclusion of varied dis- 
tances from the surface for different specimens to serve 
as cut-off depths. As the patterns of demineralization of 
in vitro induced erosion lesions are generally more ho- 
mogeneous and uniform than caries and with AD of the 
various combination depths, a more systematic way of 
ascertaining a cut-off level for exclusion of the effect of 
specular reflection could be done in this study. 

The combination depth of 150/0 and 150/10 um did 
not show any time-related AD changes throughout the 
60-min erosion intervals. This is most likely attributed to 
the masking effect of the intense specular reflection. The 



combination depth of 150/20 um is the most superficial 
layer that demonstrated significant time-related changes. 
There was a gradual decrease in mean percentage differ- 
ence in decay from baseline to 40 min of erosion but there 
was a sudden increase in mean percentage difference in 
decay at 50 min of erosion (fig. 4). This suggests that the 
backscattered intensity at 20 um might still be confound- 
ed by surface specular reflectance though at a lesser mag- 
nitude. Therefore a statistical cut-off depth of 20 um for 
specular reflection for this study was chosen. 

The depth combination of 150/30 and 150/40 um 
seemed to be the optimum depths to be used in the mea- 
suring of initial demineralization with OCT. The reasons 
are twofold. Firstly, these two depth combinations are the 
levels nearest to the tooth-air interface that showed sig- 
nificant linear regression with erosion interval but not 
affected by specular reflection. Secondly, both demon- 
strated significant difference in decay at 3 time points. For 
small erosive challenge, AD at 150/30 um seemed to be the 
depth combination of choice as it detected a significant 
difference as early as 10 min of erosion but during the 
subsequent erosion challenges, it is not as sensitive as AD 
of 150/40 um. AD of 150/40 um detected significant dif- 
ferences uniformly at every 20 min of erosive challenge 
throughout the 60-min erosive challenge. 

OCT however provides additional information of sub- 
surface characteristics of the eroded enamel. It not only 
provides information about the degree of demineraliza- 
tion from the backscattered intensity, it also provides in- 
formation about lesion depth. As demineralization pro- 
gressed, the progression of the porosity from the enamel- 
air interface towards the deeper layers is indirectly 
mirrored by the chronological progression of the occur- 
rence of significance of difference in decay from the more 
superficial layers of enamel to the deeper layers. This fea- 
ture, which is not possible with QLF, could potentially be 
used to compare the severity of erosion between samples 
at one particular time point or in a cross- sectional study 
design. The OCT backscattered signal is not confounded 
by discolouration either - an issue that frequently affects 
QLF. A discoloured area viewed with light-induced fluo- 
rescence appears dark like a demineralized area. This is 
due to the absorption of light of the discoloured area [van 
der Veen and de Josselin de Jong, 2000]. 

The lower correlation of OCT with erosion interval 
and surface microhardness could be attributed to the 
larger standard deviations of the OCT measurements. 
These larger standard deviations could be due to a com- 
bination of deviations in repositioning between the vari- 
ous measurement time points and the residual confound- 
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ing effect of specular reflection. In this study the OCT 
measurements are more susceptible to deviations in repo- 
sitioning than QLF as only one cross-section (B scan) was 
acquired while the QLF measurements were from an area. 
This repositioning problem encountered with OCT could 
potentially be minimized by taking 3-dimensional OCT 
images. 

In conclusion, a significant positive correlation be- 
tween the outcome measure of both QLF and OCT with 
erosion interval was found. Nevertheless, within the lim- 
its of the current design, QLF seemed to be a better diag- 
nostic tool than OCT in the detection and monitoring of 
demineralization as it demonstrated a higher correlation 
with erosion intervals. 
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